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Christine Wagner
US EPA Region 3
1650 Arch Street
Philadelphia, PA     19103-2029
 
Dear Christine,
 
Attached to this message you will find electronic files containing the validation report and validated data
for the Shiloh Church Road site, Case # 48734, SDG C0B60.  The validation of this case was completed
by the Region III Environmental Services Assistance Team (ESAT). 
 
Please contact ESAT's RPO, Eric Graybill by phone at 410-305-2665 or e-mail at Graybill.Eric@epa.gov
if additional assistance is needed.
 
TO # 0002                     TDF # 0220004
 
 
 

                   Sharon Roberson |Chemistry Data Manager| 410-305-3037 | Roberson.Sharon@epa.gov
                   ICF | 701 Mapes Road, Fort Meade, MD 20755-5350
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ICF 
ESAT Region 3 
US Environmental Protection Agency Environmental Science Center 
701 Mapes Road    Ft. Meade, MD  20755-5350 
Phone 410-305-3012 

  
Date:  April 15, 2020 
 
To:  ESAT Region 3 Project Officer 
   
From:   
  Validator 
 
    
  Reviewer 
 
Subject: Organic Data Validation (S4VEM) 
  Shiloh Church Road 
  48734, C0B60 
   
Overview  
 
This data package consisted of one (1) trip blank and two (2) water samples analyzed for trace volatile 
and Aroclor analytes. 
  
Analyses were performed by Chemtech Consulting Group (CHM) according to Contract Laboratory 
Program (CLP) Statement of Work (SOW) SOM02.4.  
 
Data were validated according to the National Functional Guidelines for Organic Superfund Methods 
Data Review and applicable USEPA Region 3 modifications.  Electronic validation was performed by the 
Electronic Data eXchange & Evaluation System (EXES).  The validation report has been assigned the 
Superfund Data Validation Label S4VEM (Stage_4_Validation_Electronic_Manual).   
 
The following validation narrative is an evaluation of laboratory reported data based on the electronic 
data package available through the EXES Data Manager dated February 5, 2020.  
 
Summary 
 
No significant data quality outliers were identified that would require rejection of sample results.  Less 
significant data quality outliers were identified resulting in estimation of sample results including but not 
limited to calibration standard and deuterated Monitoring Compound (DMC) as detailed below.  
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48734 C0B60  DCN: ESATR3-CY7-V551 

 
Minor Problems 
 
The following analyte failed Percent Difference (%D) criteria in the calibration standard listed below.    
No positive results were reported for this analyte.  The quantitation limit for this analyte in the sample 
associated with this calibration is estimated and has been qualified “UJ”. 
 
Fraction Standard ID Analyte Affected Samples 
Trace Volatile VSTD00547 Bromomethane C0B62  
 
Recoveries of DMC 1,1-dichloroethene-d2 were outside the lower control limit in trace volatile samples 
C0B61 and C0B62.  No positive results were reported for analytes associated with this DMC.  
Quantitation limits for analytes associated with this DMC in these samples have been qualified “UJ”. 
 
Notes 
 
Detected concentrations for target analytes less than Contract Required Quantitation Limits (CRQL) are 
estimated and have been qualified “J”. 
 
Laboratory blanks were free of contamination with the exception of methylene chloride <CRQL in all 
trace volatile blanks.   Positive results <CRQL for methylene chloride have been raised to the CRQL and 
qualified “U”.  
 
The trip blank C0B62 reported concentrations of chloromethane, acetone, benzene, ethylbenzene, o-
xylene and m,p-xylene <CRQL and toluene >CRQL. Concentrations of toluene in the field samples were 
>CRQL and >the blank and were not impacted. Concentrations of chloromethane, acetone and m,p-
xylene <CRQL have been raised to the CRQL and qualified “U”. The remaining analytes were not 
detected in the field samples.   
 
Laboratory Control Samples (LCS) analyzed in Aroclor fraction reported acceptable results. 
 
Due to insufficient sample volume, Matrix Spike/Matrix Spike Duplicate (MS/MSD) analysis were not 
performed as scheduled for Aroclor fraction.  The Region was notified by the laboratory.   
 
Tentatively Identified Compounds (TICs) are not reviewed by the data validators. The validation 
qualifiers are applied by EXES electronic validation based on laboratory qualifiers. By definition, all 
compounds identified as TICs should be treated as tentative identifications and all reported results 
should be considered estimated. 
 
Sample calculation checks were performed.  All calculated results had RPDs less than 5% of the reported 
results.  No sample data were qualified. 
 
Manual integrations were performed and identified by the laboratory.  A subset of these was evaluated 
and were found to be accurate and consistent.  No action was taken based on manual integrations. 
 
Validation qualifiers are only applied by the validator to field samples. Qualifiers may be applied by EXES 
electronic validation to laboratory quality control samples. 



 
Page 3 of 3 

 

48734 C0B60  DCN: ESATR3-CY7-V551 

 
Glossary of Organic Data Qualifier Codes  
Validation 
Qualifiers In order of descending precedence. Only one of these qualifiers may apply to any result. 

  
R The data are unusable. The sample results are rejected due to serious deficiencies in meeting QC criteria. The 

analyte may or may not be present in the sample. 
 

UJ The analyte was analyzed for, but was not detected. The reported quantitation limit is approximate and may be 
inaccurate or imprecise.  
 

U The analyte was analyzed for, but was not detected above the level of the reported sample quantitation limit  
 

J The result is an estimated quantity. The associated numerical value is the approximate concentration of the 
analyte in the sample.  
 

J+ The result is an estimated quantity, but the result may be biased high. 

J- The result is an estimated quantity, but the result may be biased low. 

  
Additional 
Qualifiers Additional qualifiers may be combined with other qualifiers. 

  
N The analyte has been “tentatively identified” or “presumptively” as present. 

 
B The result is presumed a blank contaminant. This qualifier is used for drinking water samples only.  

C The target Pesticide or Aroclor analyte identification has been confirmed by Gas Chromatography/Mass 
Spectrometry (GC/MS). This qualifier may be added to other qualifiers. 
 

X The target Pesticide or Aroclor analyte identification was not confirmed when GC/MS analysis was performed. This 
qualifier may be added to other qualifiers. 

 
 

 

 



Sample Summary Report
Project Name: SHILOH CHURCH ROAD SITE 

Project
GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group

Page 1 Tue, 14 Apr 2020 17:15:16

Sample Number: ABLK77 Method: Aroclors Matrix: Water MA Number: 

Sample Location: pH: 6 Sample Date: Sample Time: 

% Moisture: % Solids: 0

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aroclor-1016 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1221 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1232 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1242 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1248 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1254 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1260 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1262 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1268 Target 1.0 U ug/L 1.0 U 1.0 YES NV



Sample Summary Report
Project Name: SHILOH CHURCH ROAD SITE 

Project
GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group

Page 2 Tue, 14 Apr 2020 17:15:16

Sample Number: ALCS77 Method: Aroclors Matrix: Water MA Number: 

Sample Location: pH: 6 Sample Date: Sample Time: 

% Moisture: % Solids: 0

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aroclor-1016 Spike 0.98 J ug/L 0.98 J 1.0 YES NV
Aroclor-1221 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1232 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1242 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1248 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1254 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1260 Spike 0.88 J ug/L 0.88 J 1.0 YES NV
Aroclor-1262 Target 1.0 U ug/L 1.0 U 1.0 YES NV
Aroclor-1268 Target 1.0 U ug/L 1.0 U 1.0 YES NV



Sample Summary Report
Project Name: SHILOH CHURCH ROAD SITE 

Project
GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group

Page 3 Tue, 14 Apr 2020 17:15:16

Sample Number: C0B60 Method: Aroclors Matrix: Water MA Number: 

Sample Location: RW-20 pH: 6 Sample Date: 01/21/2020 Sample Time: 17:45:00

% Moisture: % Solids: 0

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aroclor-1016 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1221 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1232 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1242 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1248 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1254 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1260 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1262 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1268 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
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Project Name: SHILOH CHURCH ROAD SITE 

Project
GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group
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Sample Number: C0B60 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: RW-20 pH: 1.0 Sample Date: 01/21/2020 Sample Time: 17:45:00

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chloromethane Target 0.50 U ug/L 0.30 J 1.0 YES S4VEM
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromomethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Acetone Target 5.0 U ug/L 2.3 J 1.0 YES S4VEM
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Methylene chloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
trans-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
cis-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Chloroform Target 0.16 J ug/L 0.16 J 1.0 YES S4VEM
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Bromodichloromethane Target 0.10 J ug/L 0.10 J 1.0 YES S4VEM
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM

Toluene Target 5.5 ug/L 5.5 1.0 YES S4VEM
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

o-xylene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
m,p-xylene Target 0.50 U ug/L 0.12 J 1.0 YES S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Total Alkanes TIC N ug/L N 1.0 YES NV
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Project Name: SHILOH CHURCH ROAD SITE 

Project
GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group
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Sample Number: C0B61 Method: Aroclors Matrix: Water MA Number: 

Sample Location: RW-20 pH: 6 Sample Date: 01/21/2020 Sample Time: 17:53:00

% Moisture: % Solids: 0

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aroclor-1016 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1221 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1232 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1242 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1248 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1254 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1260 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1262 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
Aroclor-1268 Target 1.0 U ug/L 1.0 U 1.0 YES S4VEM
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Sample Number: C0B61 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: RW-20 pH: 1.0 Sample Date: 01/21/2020 Sample Time: 17:53:00

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chloromethane Target 0.50 U ug/L 0.23 J 1.0 YES S4VEM
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromomethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Acetone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Methylene chloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
trans-1,2-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
cis-1,2-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Chloroform Target 0.16 J ug/L 0.16 J 1.0 YES S4VEM
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Benzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Bromodichloromethane Target 0.090 J ug/L 0.090 J 1.0 YES S4VEM
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM

Toluene Target 4.6 ug/L 4.6 1.0 YES S4VEM
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

o-xylene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
m,p-xylene Target 0.50 U ug/L 0.12 J 1.0 YES S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Total Alkanes TIC N ug/L N 1.0 YES NV
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Sample Number: C0B62 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: Trip Blank pH: 1.0 Sample Date: 01/21/2020 Sample Time: 15:40:00

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chloromethane Target 0.30 J ug/L 0.30 J 1.0 YES S4VEM
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Acetone Target 1.6 J ug/L 1.6 J 1.0 YES S4VEM
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Methylene chloride Target 0.50 U ug/L 0.24 JB 1.0 YES S4VEM
trans-1,2-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
cis-1,2-Dichloroethene Target 0.50 UJ ug/L 0.50 U 1.0 YES S4VEM

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Chloroform Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Benzene Target 0.10 J ug/L 0.10 J 1.0 YES S4VEM
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Bromodichloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM

Toluene Target 0.54 ug/L 0.54 1.0 YES S4VEM
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES S4VEM
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Ethylbenzene Target 0.070 J ug/L 0.070 J 1.0 YES S4VEM

o-xylene Target 0.10 J ug/L 0.10 J 1.0 YES S4VEM
m,p-xylene Target 0.28 J ug/L 0.28 J 1.0 YES S4VEM

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES S4VEM

Total Alkanes TIC N ug/L N 1.0 YES NV
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Sample Number: VBLK54 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: pH: Sample Date: Sample Time: 

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromomethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES NV

Acetone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES NV

Methylene chloride Target 0.23 J ug/L 0.23 J 1.0 YES NV
trans-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Chloroform Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES NV

Benzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Bromodichloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES NV

Toluene Target 0.50 U ug/L 0.50 U 1.0 YES NV
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

o-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV
m,p-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES NV

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Total Alkanes TIC N ug/L N 1.0 YES NV
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Sample Number: VBLK55 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: pH: Sample Date: Sample Time: 

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 YES NV
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES NV

Acetone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES NV

Methylene chloride Target 0.36 J ug/L 0.36 J 1.0 YES NV
trans-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Chloroform Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES NV

Benzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Bromodichloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES NV

Toluene Target 0.50 U ug/L 0.50 U 1.0 YES NV
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

o-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV
m,p-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES NV

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Total Alkanes TIC N ug/L N 1.0 YES NV
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Sample Number: VHBLK01 Method: Trace Volatiles Matrix: Water MA Number: 

Sample Location: pH: 1.0 Sample Date: Sample Time: 

% Moisture: % Solids: 0

Analyte Name Analyte 
Type

Validation 
Result

Validation 
Flag

Units Lab 
Result

Lab 
Flag

Dilution 
Factor

Reportable Validation 
Level

Dichlorodifluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Vinyl chloride Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromomethane Target 0.50 UJ ug/L 0.50 U 1.0 YES NV
Chloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichlorofluoromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloro-1,2,2-
trifluoroethane

Target 0.50 U ug/L 0.50 U 1.0 YES NV

Acetone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Carbon disulfide Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl Acetate Target 0.50 U ug/L 0.50 U 1.0 YES NV

Methylene chloride Target 0.41 J ug/L 0.41 JB 1.0 YES NV
trans-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methyl tert-butyl Ether Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,2-Dichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Butanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Bromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Chloroform Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,1-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Cyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Carbon tetrachloride Target 0.50 U ug/L 0.50 U 1.0 YES NV

Benzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Trichloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Methylcyclohexane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV

Bromodichloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
cis-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV
4-Methyl-2-pentanone Target 5.0 U ug/L 5.0 U 1.0 YES NV

Toluene Target 0.50 U ug/L 0.50 U 1.0 YES NV
trans-1,3-Dichloropropene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,1,2-Trichloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Tetrachloroethene Target 0.50 U ug/L 0.50 U 1.0 YES NV

2-Hexanone Target 5.0 U ug/L 5.0 U 1.0 YES NV
Dibromochloromethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromoethane Target 0.50 U ug/L 0.50 U 1.0 YES NV
Chlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Ethylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

o-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV
m,p-xylene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Styrene Target 0.50 U ug/L 0.50 U 1.0 YES NV
Bromoform Target 0.50 U ug/L 0.50 U 1.0 YES NV

Isopropylbenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,1,2,2-Tetrachloroethane Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,3-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,4-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2-Dichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

1,2-Dibromo-3-chloropropane Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,4-trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV
1,2,3-Trichlorobenzene Target 0.50 U ug/L 0.50 U 1.0 YES NV

Total Alkanes TIC N ug/L N 1.0 YES NV
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
HoldingTimes_Preservation 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

TUNE 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

InitialCalibration 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

InitialCalibrationVerification 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

ContinuingCalibrationVerification 

 
Method - Trace Volatiles 

 
 
Test Name: EXES-1209 
Defect Message: The following samples are associated with an opening or closing CCV with % Difference exceeding criteria.  Detecteds are qualified as estimated J.  
Nondetects are qualified as estimated UJ. 
 
Associated Samples: C0B62, VBLK55, VHBLK01 
Defective Analyte Defective Samples/Analyses 
Bromomethane VSTD00547 
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

Blanks 

 
Method - Trace Volatiles 

 
 
Test Name: EXES-1111 
Defect Message: The following samples have analyte results reported less than CRQLs.  The associated storage blank results are less than CRQLs.  Detects are qualified 
U.  Sample results have been reported at CRQLs. 
 
Associated Samples: C0B62 
Defective Analyte Defective Samples/Analyses 
Methylene chloride C0B62 
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

DMC_Surrogate 

 
Method - Trace Volatiles 

 
 
Test Name: EXES-792 
Defect Message: The following samples have DMC/surrogate percent recoveries less than the primary minimum criteria but greater than or equal to the expanded 
minimum criteria.  Detects are qualified as estimated J-.  Nondetects are qualified as estimated UJ. 
 
Associated Samples: C0B61, C0B62 
Defective Analyte Defective Samples/Analyses 
1,1-Dichloroethene-d2 C0B61, C0B62 

 



 Data Validation Report Page 8 

 Data Review Results Thu, 6 
Feb 

2020 
10:11:53 

Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

MatrixSpikes 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

LaboratoryControlSample 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

Cleanup 

 
NONE FOUND
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Feb 
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

InternalStandard 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

TargetAnalyteQuantitation 

 
Method - Aroclors 

 
 
Test Name: EXES-790 
Defect Message: The following samples have analyte results greater than or equal to detection limit (MDL) and below quantitation limit (CRQL).  Detects are qualified 
as estimated J.   
 
Associated Samples: ALCS77 
Defective Analyte Defective Samples/Analyses 
Aroclor-1016 ALCS77 
Aroclor-1260 ALCS77 

 
 

Method - Trace Volatiles 

 
 
Test Name: EXES-790 
Defect Message: The following samples have analyte results greater than or equal to detection limit (MDL) and below quantitation limit (CRQL).  Detects are qualified 
as estimated J.   
 
Associated Samples: C0B60, C0B61, C0B62, VBLK54, VBLK55, VHBLK01 
Defective Analyte Defective Samples/Analyses 
Chloromethane C0B60, C0B61, C0B62 
Acetone C0B60, C0B62 
Methylene chloride C0B62, VBLK54, VBLK55, VHBLK01 
Chloroform C0B60, C0B61 
Benzene C0B62 
Bromodichloromethane C0B60, C0B61 
Ethylbenzene C0B62 
o-xylene C0B62 
m,p-xylene C0B60, C0B61, C0B62 
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

PercentSolids 

 
NONE FOUND
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Project Name: SHILOH CHURCH ROAD SITE Project GroupID: 48734/EPW14030/C0B60 Lab Name: Chemtech Consulting Group  

Submission Group Id: 31706319 Organization: EPA Region 3 SOW: SOM02.4 

 
 

SampleAnalysis 

 
NONE FOUND 
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Sequence: InstrumentVV010220 MSVOA_v

ReasonSupervised OnSupervised 

By

Review OnReview ByParameterFile IDSample ID
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Manual Integration Report

Sequence: InstrumentVV012320 MSVOA_v

ReasonSupervised OnSupervised 

By

Review OnReview ByParameterFile IDSample ID
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Manual Integration Report

Sequence: InstrumentVV012420 MSVOA_v

ReasonSupervised OnSupervised 

By

Review OnReview ByParameterFile IDSample ID
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Manual Integration Report

Sequence: InstrumentPR010920 ECD_r

ReasonSupervised OnSupervised 

By

Review OnReview ByParameterFile IDSample ID

284 Sheffield Street, Mountainside, NJ 07092 Phone: 908 789 8900 Fax: 908 789 8922

Peak Integrated by Software incorrectlyAR-1262-4PR044311.DAR1262ICC1600

/ AR1262501

1/13/2020 8:55:001/13/2020 8:42:05 

AM

19

Non-responsiv     Non-responsive based on r  
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Sequence: InstrumentPR012520 ECD_r

ReasonSupervised OnSupervised 

By

Review OnReview ByParameterFile IDSample ID
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